We wanted to evaluate the results of treating acromioclavicular joint dislocation using an AO hook plate. Materials and Methods: Between February 2008 and September 2009, 10 patients underwent implant removal after surgical treatment of acromioclavicular joint dislocation using a AO hook plate. The Constant-Murley scoring system was administered postoperatively for evaluating the clinical results, and simple X-ray was taken for evaluating the state of reduction. Results: All cases showed satisfactory results on the clinical and radiological study. The mean ConstantMurley score at follow-up was 90.5 (range: 84~95). Three patients had some degree of discomfort with the hook plate, but these symptoms were relieved on removal of the plate. The radiological evaluation showed restoration of the vertical displacement of the clavicle in all the patients. No complications occurred such as infection, plate failure or redislocation after removal of the plate.
수술 기구 본 연구에 사용된 AO hook 금속판(LCP Clavicle
Fig. 1. The AO Hook plate is precontoured 3.5 mm locking compression plate, made titanium alloy, available in right or left, with 4 through 7 holes that can accept either 3.5 mm locking, 3.5 mm cortical or 4.0 mm cancelous screws. This figure shows plates with 4 or 5 holes. 
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